The motivation of this work is the use of non-invasive and low cost techniques to obtain a faster and more accurate diagnosis of systemic sclerosis (SSc), rheumatic, autoimmune, chronic and rare disease. The technique in question is Near Infrared Spectroscopy (NIRS). Spectra were acquired from three different regions of hand's volunteers. Machine learning algorithms are used to classify and search for the best optical wavelength. The results demonstrate that it is easy to obtain wavelength bands more important for the diagnosis. We use the algorithm RFECV and SVC. The results suggests that the most important wavelength band is at 1270 nm, referring to the luminescence of Singlet Oxygen. The results indicates that the Proximal Interphalangeal Joints region returns better accuracy's scores. Optical spectrometers can be found at low prices and can be easily used in clinical evaluations, while the algorithms used are completely diffused on open source platforms.
Introduction
Systemic sclerosis (SSc) is characterized as a chronic autoimmune disease consisting of a connective tissue disorder causing not only fibrosis of the skin, but also blood vessels and organs such as the lung, kidney, heart and gastrointestinal tract. This disease occurs more frequently in women, with a higher incidence in the age group between 30 and 50 years of age [1, 2] . Several epidemiological studies indicate that african-descendant are more likely to have severe visceral manifestations than caucasians, as well as a worse prognosis and higher prevalence [3, 4] .
Collagen is an insoluble fibrous protein, the most abundant and that makes up a large part of the body's total protein mass. Its main function is to maintain the physical structure of tissues due to its mechanical resistance from its macro organization [5, 6] . According to the manifestation of collagen dysfunction, systemic sclerosis can be classified as cutaneous diffuse and cutaneous limited. Diffuse SSc is identified by the rapid development of skin thickening symmetrically at the proximal and distal extremities, face and trunk, with a higher prevalence of visceral organ involvement. On the other hand, the limited cutaneous SSc is present only in distal extremity skin and on the face and, less frequently involves internal organs, but it can present CREST syndrome (calcinosis, Raynaud phenomenon, esophageal dysmotility, sclerodactyly, and telangiectasia).The diffuse deposition of this collagen causes dysfunction that results from the excessive stiffness of the tissue, thus compromising its functioning [7, 8, 9] . Progressive tissue fibrosis occurs by deposition of excessive amounts of collagen and other extracellular matrix proteins. This fact occurs due to persistent and uncontrolled fibroblast immune activation at various sites, increasing within the connective tissue, causing stiffness beyond expected for this tissue [10, 11] .
The diagnosis of SSc at the present time is made through the observation of its clinical manifestations, such as Raynaud's phenomenon, in the laboratory targeting auto-antibodies, or even through tissue biopsy, however, because it is an invasive procedure, it is less used [12, 13, 11] . This procedure currently makes the detection of the disease late, a fact that compromises the effective therapeutic intervention to the patient. Thus, research is being carried out to enable the early diagnosis of the disease with the objective of providing an effective treatment to the patient seeking improvement in their life quality. In addition to the search for early SSc diagnosis, non-invasive methods are searched for in order to provide a better quality of life for the patient, due to this fact, optical techniques are promising because they do not use ionizing radiation and are capable of capturing information from the biological tissue. This uptake occurs according to the optical properties that the tissue presents, varying according to the distribution of its fundamental components [2] .
At present, researches that use optical properties are promising due to the behavior of the interaction of light in the biological tissue. In general, when an electromagnetic wave strikes a material medium, in addition to being able to penetrate the medium, this radiation can be reflected, absorbed and refracted. The probability of occurrence of each of these phenomena depends on the optical properties of the medium, which in turn depend on the wavelength of the radiation, thus the optical properties of biological tissue can be described through the coefficients of absorption, refraction, reflection, transmission, and scattering when it interacts with non-ionizing radiation [14, 15] . In this work, the methodology involves the study of absorbance spectroscopy using Near Infrared (NIR) radiation. This technology is based on the emission of low energy radiation, typically through optical fibers, over one or more locations on the surface of the tissues under investigation and measurement of back-scattered intensities [16, 17] . 
Methods
Electromagnetic waves with wavelengths in the infrared range are easily absorbed by human tissue due to the large amount of water present in their composition, whose spectrum favors the absorption of light in that region. On the other hand, visible light, which occupies a range of wavelengths between approximately 400 nm and 700nm, is strongly scattered throughout human tissue. Between the visible spectrum and the infrared region we have the near infrared, located between approximately 900nm to 1700nm. In this region, the NIR radiation is poorly absorbed by human tissue. Its scattering coefficient is such that it causes the incident light to spread in all directions, making it possible to detect this kind of radiation even after penetrating a few centimeters into the tissue. It is this optical window of human tissue that is exploited through a form of spectroscopy, called NIRS [15] .
The near infrared absorbance spectroscopy study for characterization of groups as being healthy or diseased is discussed in follow of this section. Some techniques of digital signal processing, statistics and machine learning will be discussed, which, in all, serve as an argument for the diagnosis and characterization of the main markers of the disease, from an optical spectroscopy point of view, using near infrared. The instrumentation for obtaining the spectra will also be discussed in this section.
The experiment was characterized by a near-infrared spectroscopy study with diffuse infrared radiation in the human skin: a group with 25 patients clinically diagnosed as absent from the manifestations of Scleroderma (control group) and another group with 17 patients clinically diagnosed as symptomatic of Scleroderma. The spectra were obtained at three different anatomical regions of each participant's hand: Proximal Phalanges, Metacarpal, and Proximal Interphalangeal Joints. 
Spectra acquiring and preprocessing
A DSR-CXR-512 digital spectrometer (StellarNet, Inc., USA) was used to collect the data. This equipment consists of two modules that operate in different spectral regions. It has a concave grid sensor to compose UV, VIS, NIR spectra (200nm -1000nm), while the other sensor has an InGaAs PDA (Photodetector Amplifier) in order to compose NIR The spectroscopy data obtained by the measurement in a clinical setting were processed using Python3 programming language and its popular packages NumPy and Pandas. Overall, as an open source programming language Python is constantly increasing its popularity among data scientists, engineers and researchers in several areas. Besides, software written in Python is well compatible with both Linux and Windows OS (operational systems) while other available packages can easily bind to better scalable systems, stored in the cloud. All those features justify its use and perfect applicability for this work.
A model is then needed to explain the relationship between baseline, noise and observed signal. In [18] there is a simple method of baseline and noise correction presumes that the intensity values observed are the sum of the true signal, a reference signal, and noise, as shown by Equation 1.
Where y is the signal obtained, y r is the real signal, b is the baseline and ε is white noise. A rectangular window is used, which functions as a moving average filter, aiming to filter the ε component of the signal. To set the spectral data in a unity scale and in order to recreate a linear system, the baseline of the raw data had to be removed. To remove the baseline, the spectra were subtracted from the minimum value, so that each spectrum had at least one of its components at zero intensity. With this accomplished, then normalization by the radiation source was done, in order to obtain the absorbance spectra, by dividing each intensity value of collecting spectra by the correspondent in wavelength from the radiation source intensity specter. Figure 1shows definitively how the spectra of the two groups to be studied remained. It is visible, that the two groups possess distinctive mean observance levels. However, the two groups are not visible completely separable. The separability will be formally proven using the machine learning techniques proposed within the scope of this paper, and better described in the next subsection.
For the purpose of balancing quantities of samples between the control group and the SSc group, false samples were created, so the number of 25 samples was established for each of the two groups. 
Machine Learning
With the spectra ready for analysis, an approach was taken to determine how good a binary classification would be between the two groups. More specifically, an SVC (Support Vector Classification). In [19] there is a vast explanation on the theory of the SVM (Support Vector Machine) algorithm. For the implementation of this algorithm, we used the Sklearn package available for Python3 [20] . The Sklearn package implements the algorithm based in another library, called LIBSVM [21] , implementing as well the use of probabilistic outputs for support kernels [22] .
A grid search was performed, being an exhaustive search method for specific parameters for the classifier algorithm. From the exhaustive search, it was obtained that the algorithm should have a linear kernel and have a penalty parameter of 10 3 order of magnitude.
In addition to the hyper-parameterization of the classifier, a feature selection, with recursive elimination and crossvalidation, also available in Sklearn was made, in order to find the best number of attributes and which are these. Besides the value of the information alone, this methodology avoids overfitting [23] . The algorithm learns to select only the most important wavelengths to obtain greater accuracy in the classification task between the SSc and control groups.
For each voluntary collection region, the SVC algorithm with RFECV (Recursive Feature Elimination with CrossValidation) was run 100 times, which is a good number of executions when dealing with heuristics solutions [24] . The input information is the spectra of a random selection of individuals from the two groups, as training data, with the percentage of test data of 20%. The algorithm adapts to each training sample, returning which wavelengths were optimally chosen to better classification. With the complementary percentage of individuals, the accuracy is obtained on the test data. The next section will present the results and discussion.
Results
Figures 2, 3 and 4show in sequence the results for each spectra collection region. In the figures wavelength axis, some values are omitted, for better visualization. Table 1presents the wavelength bands found to be the most important for the classification task. It is worth noting that the importance of the band is directly linked to the number of times it has been counted among the 100 executions of the algorithm. Finally, Figure 5 , shows the accuracy distribution result for each region. U-tests were performed to better establish which regions was most statistically accurate. For all tests the hypothesis of one distribution being statically greater than other was analysed, all ρ values resulted were greater than 0.99. The Proximal Interphalangeal Joints region is the one with the best representation of accuracy, while the Proximal Phalanges is the worst.
Discussion
The most frequent wavelength band is 1270 nm, for this case, in [25] there is an explanation about the detection by the luminescence of Singlet Oxygen ( 1 O 2 ) in human skin and cells. Those reactive oxygen species are generated by the absorption of UVA radiation in endogenous molecules present in cells, damaging its proteins [26, 27, 28] .
Singlet Oxygen has been shown to elicit an increase in collagenase in human fibroblasts [29] . It is also demonstrated that its behavior within these cells is highly localized, but its high life span may serve as the basis for its diffusion in larger scale [30] . On the introduction of [31] , the pathogenesis of SSc is discussed, taking into account the importance of oxygen-free radicals as contributors to tissue damage. In [32] work, the relation of all reactive oxygen species and autoimmune systemic pathologies are well debated. As the purpose of the work is to argument on the use of machine learning algorithms and NIR spectroscopy over the SSc diagnoses issue, it is left for the reader to search in the cited references more about the SSc pathogenesis.
From 1000 nm water is now one of the most absorbed components in the skin, along with fat [17, 33] . No relevant references were found that singularly distinguish specific components at 1360 or 1690 nm. 
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